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be the case with the light from the enveloping surface formed by the 
gaseous envelopes. The light from this envelope received on a slit in the 
focus of an object-glass would be sensibly constant, because the contri- 
buting area would be increased in the same proportion that the light 
received from each part is diminished. The result would be that at some 
definite distance, and all greater distances, the preponderating light 
received from such a cluster would be derived from the gaseous envelopes 
and not from the isolated stellar masses. The spectrum of the cluster 
would therefore become a linear one, like that from the gaseous sur- 
roundings of our own sun. The linear spectrum might, of course, under 
certain circumstances, be seen mixed up with a feeble continuous spec- 
trum from the light of the stars themselves. 

It should be noticed that, in this view of the subject, the linear spec- 
trum can only appear when the resolvability of the cluster is at least 
injuriously affected by the light of the gaseous envelopes becoming 
sensibly proportional to that from the stellar masses, and that in the 
great majority of such cases it would only be in the light from the irre- 
solvable portions of the cluster that bright lines could be seen in the 
spectrum. 

The changes in form which would be presented to us by such a nebula 
might be expected to be small. These changes would depend chiefly 
upon changes in the distribution of the stellar masses constituting the 
cluster. It has always appeared to me difficult to realize the conditions 
under which isolated irregular masses of gas, presenting to us sharp 
angular points, could exist uncontrolled by any central gravitational mass 
without showing larger changes in form than appear to have been the 
case with many of the nebulae. In my view of the nature of nebulae this 
difficulty no longer exists. 

Eoyal Observatory, Cape of Good Hope, 
February 0, 1877. 



III. ^^ On some Figures exhibiting the Motion of Vibrating Bodies^ 
and on a New Method for determining the Speed of Maehines.^^ 
By Herbert M^Leod^ F.C.S.. Professor of Experimental 
Science^ and George Sydenham Clarke^ Lieut.R.E.^ In- 
structor in Geometrical Drawing in the Royal Indian En- 
gineering College^ Cooper's Hill. Communicated by Prof. 
Duncan^ F.B.S.^ Pres.G.S. Received Aj)ril 5^ 1877. 

If the image of a point of light or of a black dot on a white ground be 
observed in a vibrating mirror, the motion of which may be produced by 
a tuning-fork or reed, the point, in virtue of the retention of the image 
on the retina, will appear as a straight line. If, however, the luminous 
point be moving in a direction at right angles to the plane in which the 
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fork vibrates, and parallel to tlie plane of tlie mirror, the combination of 
tke two rectilinear motions will produce a sinuous line or w^ave-form. 

The dimensions of this wave wdll depend on the amplitude of the 
vibrations of the fork and on the velocity of movement of the point of 
light in relation to the period of the fork : when the rate of translation 
of the point is great the wave-length w ill be great ; with a low velocity 
the w^ave-length will be small. The greater the amplitude of the vibra- 
tions of the fork, the greater will be the amplitude of the wave. 

"When a series of equidistant points attached to a rotating disk or 
cylinder is employed, the properties of the w^ave dilfer very much accord- 
ing to the velocity of the moving disk. If the points are placed in a 
circle on a disk or cylinder rotating with such a velocity that the time 
occupied by a point in passing over a distance equal to that between two 
consecutive points is exactly equal to the period of one complete vibration 
of the fork, a continuous stationary figure is perceived ; but if the point 
passes over a distance slightly greater than the intervals, the figure will 
show a slow progression in the direction of the moving circle ; and when 
the space described by the point is slightly less than the distance between 
the points, the motion of the figure will be in the opposite direction. If 
the velocity of the circle is one half of that necessary to produce the sta- 
tionary wave another stationary figure results, but with half the wave- 
length of the previous one, the luminous point passing over a distance 
equal to the interval between two points during two vibrations of the 
fork ; the brightness of the w^ave is also less, G-enerally, if the time oc- 
cupied by the point in moving through a distance equal to that between 
two consecutive points is an exact multiple of the period of the fork, 
stationary waves will be formed ; waves thus produced have been observed 
wdth velocities |, i, 5, ^, and ^ of that necessary to generate the wave-form 
first described. 

"When the velocity of the moving points is so much increased that the 
eye is unable to follow the movement of the figure, a complex form is pro- 
duced by the overlapping of several waves ; and at some velocities these 
figures may appear stationary, but their complexity usually makes it 
difiicult to establish their exact form. Another simple and easily recog- 
nized figure, however, is observed when the velocity of the moving points 
is once and a half as great as that necessary to produce the stationary 
single wave. This figure is caused by the overlapping of three waves 
so placed that the crest of one is over the crossing of the other tw^o. 
This figure, like the previous one, shows a direct or inverse motion when 
the velocity of the points is not exactly that v/hich would produce the 
stationary figure. When the velocity of the points is such that the dis- 
tance traversed by one point during a complete vibration of the fork is 
equal to double the interval between two consecutive points, a figure is 
formed by the overlapping of tw^o v/aves wdth their crests and hollows 
opposed and crossing at the Hue that would be described by the points if 
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the mirror were not vibrating. "When this figure is produced the number 
of points passing in a given time is twice the number of vibrations of 
the mirror ; this is the most useful form for observation, as it is very 
easily recognized. By still further increasing the rapidity of passage of 
the points a triple figure is again produced when the rate of rotation is 
exactly double that which forms the similar figure mentioned previously ; 
or, calling the velocity producing the single figure 1, the triple is observed 
with a velocity of 1| and also 3. When the rate is 4, a figure composed 
of four overlapping waves is formed. 

It is thus seen that, like the single wave, the triple figure may be pro- 
duced by more than one velocity — in fact it has been observed with four 
distinct velocities, namely, 3, f , |, and f , taking the velocity producing 
the single figure as 1. Similarly the double figure has been obtained 
with a velocity of 2, |-, and |- ; and the quadruple with the velocities 4 
and f . It is obvious that these are not the only rates capable of form- 
ing these figures. Theoretically each may be obtained by an infinite 
number of velocities ; and the relation between the number of vibra- 
tions and the passage of the points may be expressed in the following 
terms : — 

A single wave is formed when a whole number of vibrations takes 
place in the time of the passing of a point over one interval. 

A double figure is formed when a whole number of vibrations takes 
place in the time of the passing of a point over two intervals, provided 
that this whole number is not divisible by two. 

A triple figure is formed when a whole number of vibrations takes 
place in the time of passing of a point over three intervals, provided 
that the whole number is not divisible by three. 

Lastly, a quadruple figure is formed when a whole number of vibra- 
tions takes place in the time of passing of a point over four intervals, 
provided that the whole number is not divisible by two or by four. 

Besides the mirror other means may be employed to view these figures : 
for instance, they may be observed through a lens attached to one of 
the prongs of the fork, or a real image of the figures may be produced 
by the lens and observed with or without a fixed lens. Instead of a 
tuning-fork a reed may be used to carry the mirror or lens. 

Erom the foregoing it will be seen that the formation of these figures 
may be employed for determining the speed of revelation of the disk or 
cylinder, if the period of the fork or reed, and also the number of points 
on the rotating body, are known. 

Por some velocities, indicated by whole numbers per minute, the circle 
on the disk or cylinder must be divided into equal intervals ; thus in the 
case of a fork vibrating 60 times a second, or 3600 times a minute, it 
is necessary that 7200 points should pass in a minute in order to form 
the double figure. If the disk is rotating 100 times a minute, it is clear 
that the circle must contain 72 equal intervals; for a velocity of 96 
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revolutions per minute 75 equal intervals ; but for the intermediate 
numbers of rotations fractional numbers of intervals are necessary ; for 
97 revolutions 74*226 intervals are required. G-reat difficulties would 
be f oimd in dividing tbe circles in this manner ; and the employment of 
whole numbers of intervals would be equally inadmissible, 74 intervals, 
for example, corresponding to 97*2973 revolutions. This difficulty may 
be obviated by ruling on paper convergent lines, and then wrapping the 
paper round a cylinder, so that one of the lines is parallel to the axis. 
In this way circles traced round the cylinder are divided into any required 
parts ; and between those circles, where numbers of equal intervals are 
found, there will be every conceivable division between these numbers. 

This method of division possesses also the great advantage that equal 
distances along the cylinder correspond to equal differences of numbers 
of rotations : taking the above example, the circles on the cylinder where 
72 and 75 equal intervals are found will correspond to 100 and 96 rota- 
tions respectively ; on dividing the distance between the two rings into 
four equal parts, numbers of spaces corresponding to the whole numbers 
of rotations, 99, 98, and 97, will be found on the three intermediate 
circles. The lines may now be converted into dots by erasing the portions 
not required, or a screen with narrow slits placed in front of the cylinder 
will effect the same object. 

Another arrangement may be employed by which fractions of rotations 
may be measured. If the lines are viewed through a narrow slit in a 
piece of black paper or thin metal attached to a tuning-fork or reed, 
vibrating in a plane parallel to the axis of the cylinder, the figures will be 
perceived on looking through the slit. If the fork be now moved parallel 
to the axis of the cylinder until the figure appears stationary, the numbers 
of rotations may be read off from a graduated scale. 

When the figure is formed on circles, the circumferences of which are 
not an exact multiple of the intervals, so that one division is smaller than 
the rest, the figure is observed to make a sudden movement or juoip at 
the time of the passage of the small division. There seems to be no way 
of preventing this ; but it is nob found to have any practical objection ; 
for when the crossings of the double curve remain stationary during the 
remainder of the revolution, the proper position on the cylinder has been 
obtained* After the jump the figure remains stationary, but in a slightly 
altered position. 

In the employment of the tuning-fork means had to be devised for 
readily setting it in vibration : the use of the violin bow is obviously in- 
convenient ; and this was soon replaced by a fork with the distance be- 
tween the prongs less at the top than at the bottom, and which was 
started in the usual way by drawing a rod between the prongs. This 
mode has ultimately been replaced by the use of a short piece of soft iron, 
carried on an axis fixed between the prongs ; when forced between the 
prongs the iron bar opens them to a sufficient extent, and on turning the 
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axis rapidly through 90° the bar is placed parallel to the fork, which is 
left vibrating. This contrivance may be found useful for lecture pur- 
poses when large forks are used to show Lissajous' figures. It may be 
mentioned in passing that two forks without mirrors or lenses may 
readily be brought into unison or into some simple relation by attaching 
to one prong of each a thin piece of black paper with a fine slit. One 
fork is placed vertically and the other horizontally, a fixed lens being- 
mounted between them so as to form an image of one slit on the other. 
Light is then passed through one slit ; and on looking through the other 
a square dot of light is seen, which produces the Lissajous' figures when 
the forks are in motion. With a large fork the influence of the additional 
weight of the paper and attaching gum is imperceptible. 

When a slit on a fork or reed is used together with the rotating cylinder, 
it is necessary to avoid parallax by throwing on the slit an image of the 
lines by means of a lens, and the observation is much facilitated by the 
employment of a second lens to view the slit. The reed is placed 
within a box capable of travelling on a fixed bed parallel to the cylinder, 
and the slit is soldered to the reed within the box ; the latter is pierced 
by two holes closed with lenses. .Some difficulty was at first experienced 
with the harmonium reed, w^hich was placed in a box small enough to be 
readily movable along the slide, and to which the air had to be led by a 
flexible tube. The reed requiring a large quantity of air at low pressure 
to cause it to vibrate properly, it was not possible, without the use of 
large bellows and wide conducting-tubes, to produce the desired effect ; 
it also appears essential that the air in contact with the reed should te 
contained in a chest of considerable dimensions, to permit of sufficient 
compression of the air when the tongue nearly closes the orifice. After 
numerous failures, a method, which we believe to be novel in this applica- 
tion, was found quite efficacious, namely, the employment of the principle 
of the injector or jet-pump. To the box is fixed a wide brass tube, with 
a considerable orifice in the side ; at the end of the tube away from the 
box is fitted by a cork a glass tube, terminating in a narrow jet 1^ millim. 
in diameter ; when air is forced through the jet at a pressure about equal 
to that of a column of water 20 or 25 centims. in height the reed 
vibrates perfectly, the mean pressure of the air in the box being equal to 
that of a column of water about 1| millim. high. 

Instead of, or together with, the graduated scale along which the box 
containing the reed or tuning-fork slides, a scale may be placed on a thin 
rule close to the cylinder, the numbers on which are visible simultaneously 
with the figures produced by the vibrating slit. This may be of some 
advantage when it is necessary to observe rapid changes of velocity. Ey 
drawing circles round the cylinder corresponding to the divisions of the 
scale, any possible error from slight shifting of the scale is obviated. With 
this arrangement it is not even necessary that the reed or tuning-fork 
should be near the rotating cylinder t, for if the slit is placed at the focus 
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o£ the object-glass o£ a telescope the observations can be made from a 
considerable distance ; this may be useful when a shaft in an inaccessible 
situation is the subject of experiment. 

It seemed advisable to determine the effect of alterations of temperature 
on the period of the fork, which might be so great as to render some cor- 
rection necessary. For this purpose two equal forks provided with 
mirrors, and making about 60 vibrations a second, were enclosed in 
wooden boxes containing thermometers, which .were placed between the 
prongs. One of the forks was fixed in a vertical position and the other 
horizontally, the box containing the latter having its lower side replaced 
by two pieces of sheet zinc, separated by a layer of air about half an inch 
in thickness. By the flame of a small gas-burner the temperature of the 
air in the box could be raised to about 60° 0. At the side of each box 
was a hole opposite to the mirror, and closed by a plate of glass. The 
Lissajous' figure obtained by the reflection of a point of light in the two 
mirrors was observed in a small telescope ; and the time required for the 
passage of the figure through a whole cycle was determined when the 
thermometers indicated different temperatures. There was some doubt 
whether the thermometers gave a true indication of the temperatures o£ 
the forks; but in the series of experiments giving the most concordant 
results the heat was applied near one end of the box, and at the greatest 
possible distance from the thermometer, in order to set up convection 
currents to equalize the temperature of the air and fork as completely as 
possible. It would be no doubt preferable to introduce into each box a 
small fan to keep the air in continuous motion; in all cases the tem- 
perature was changed very slowly, and a considerable time allowed to 
elapse between two observations. In the last series of nine observations 
the differences between the temperatures of the two forks varied from 
9° to 27° C, and from the observed results the increase of the period of 
the heated fork for 1° C. was calculated. The mean loss per minute for 
1° C. amounted to -4.013 vibration in 3600 ; the minimum number being 
•3921, and the maximum -4043. That is to say, a fork giving 3600 vibra- 
tions a minute at the ordinary temperature, would give 3599-6 when the 
temperature is raised 1° — a loss of about -Oil per cent. So that if a 
determination of velocity were made at a temperature 20° above that at 
which the fork is giving exactly 3600 vibrations per minute, a correction 
of '22 per cent, would have to be deducted from the number obtained. 

There is some difficulty in determining the exact number of vibrations 
of a large fork; the difficulty, however, disappears when a graduated 
cylinder or disk is driven with a constant velocity, and the number of 
vibrations per second calculated from the form of the figure produced by 
the fork. This method has been employed with the forks at present in 
use, and by proper arrangements it can be applied to the determination 
of the numbers of vibrations produced by musical forks ; but up to the 
present we have failed in producing by means of clock-work a rotation 
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which is sufficiently constant, our most successful results having been 
obtained with a six-horse power Corliss engine, with a heavy fly-wheel, in 
the workshop of the College. 

Some experiments which promise well have been made with rotating 
disks on the principle of the thaumatrope. By using a rotating disk 
with slits, and viewing through them another disk on which appropriate 
figures or symbols are marked, the velocity of one can be determined if 
that of the other is known. This principle may possibly be applied with 
advantage to determine the relative velocity of two machines, such as the 
twin screws of ships. 

Without pretending that the method described in this paper for deter- 
mining the velocity of rotation will be useful on an extensive scale, we 
hope that it may be applicable in some cases of investigation where 
accurate observations can be rapidly made without any complex apparatus 
or difhcult manipulation. It has the advantage that it can be applied 
directly to a machine without the intervention of any gearing, the mere 
attaching of a piece of paper to a shaft being all that is necessary. It 
cannot, by giving the machine more work to do, produce any effect on 
its rate ; and by the impossibility of slip, it must give accurate results if 
the paper is properly mounted in the first instance and the observations 
are properly made. 

Being an optical method for investigating rotation, we suggest cycle- 
scope as a name for the instrument. 



April 26, 1877. 

Dr. J. DALTON HOOKER, C.B., President, in the Chair. 

The Presents received were laid on the table, and thanks ordered for 
them. 

The following Papers were read : — 

1. ^'^ On the Nature and Origin of the Beds of Chert in the 
Upper Carboniferous Limestones of Ireland.^'' By Prof. 
Edward Hull, M.A._, E.B.S., Director of the Geological 
Survey of Ireland. With ^^ Chemical Notes,"'^ by E. T. Hard- 
man, F.C.S., of the Geological Survey of Ireland. Received 

March 16, 1877. 

(Abstract.) 

After reviewing what had been published by previous authors on the 
origin of chert-beds, and showing that much remained to be done in this 
department of petrology, the author proceeded to describe the geological 



